Keywords: total ankle arthroplasty image measurements custom software Introduction/Purpose: Ceramic 2-component total ankle prosthesis, TNK-Ankle, has been used clinically as standard prosthesis in severe ankle osteoarthritis or rheumatoid arthritis for long years in Japan. Two-component prosthesis would require more precise replacing because of more constraint than mobile type. We would report the outcomes of total ankle arthroplasty (TAA) with TNK-Ankle investigated radiographically using custom image measurement software and compared with clinical scores.
